Instructions for entering User Defined Calibrations on a 7500.

Run the User Test Builder.exe.
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Enter the information as required.

Please note, after the last line of data, press enter to leave one line blank as shown below.
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Plug the Photometer 7500 into the PC via a USB cable.  

In the System Menu, make sure the option is set to Hard Drive.  

On the PC, press the 'Download this test' button.

The instrument will show 'Test data file accepted'.  

Press OK to confirm and then press OK again in the next screen to accept the test & write it to memory.

Please note that the cursor defaults to Cancel on each of these screens.  If OK is not selected and pressed, the data will be discarded!

